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Caution - Read all instructions prior to use

Indications / Intended Use
The Disposable Ultrasound Probe Cover (DUC) is a sterile, single-use device that is used to 
eliminate the risk of transmission of pathogens between device and patient. It is used to cover 
the clean ultrasound probe during intraoperative / trans vaginal / trans anal procedures.

Instructions for use
1. Peel open sealed pouch using standard aseptic techniques.
2. Take Ultrasound Probe Cover out of inner bag, along with any other accessories such as the

blue elastic band(s).
3. Non-sterile nurse holds transducer while sterile nurse covers the transducer with Ultrasound

Probe Cover.
4. The transducer should be placed inside ultrasound probe cover by the non-sterile nurse.
5. To prevent wrinkling of the cover, the sterile nurse may flatten surface area against the

transducer. Place non-latex elastic blue band(s) around transducer to hold cover in place (if
supplied).

6. For further instructions, please follow transducers instructions and guidelines.

Precautions
This device has been designed for single use only. Reuse, reprocessing or resterilisation may 
compromise the structural integrity, essential material or design characteristics that are critical to 
the overall performance of the device. This usage may lead to device failure, which may result in 
injury to the patient. Reuse, reprocessing, resterilisation or repackaging may also create a risk of 
contamination of the device and / or cause patient infection or cross infection. Contamination of 
the device may lead to injury. Do not use if package is compromised/damaged.
This device is sterile (ETO). Please note, this IFU pertains to Sterile devices sold by Fairmont 
Medical. If the device has code “XXXX NS”, please refer to 3rd party manufacturer for sterility 
specifications.
Suitably trained healthcare personnel may only use this device.
This device must be disposed of in accordance with local environmental laws and regulations.
Can be stored between 4ºC to 44ºC in a clean, dry environment until use.
Do not store in direct sunlight.

Materials
All covers within the DUC range are sterile.
All components and packaging are Latex free.
All components are made from a combination of Vinyl and/or Polyethylene. 
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